The Berkeley microfabricated Capillary Array Electrophoresis (µCAE) device, a 96 microcapillary array capable of simultaneously separating and capturing data for PowerPlex ® 16 amplified samples in less than 30 minutes, was demonstrated at Berkeley to provide high quality STR profiles using both simulated and non-probative casework samples (1). A pre-commercial prototype instrument was installed at the Virginia Department of Forensic Science (VDFS) for testing by forensic scientists as part of a collaboration between VDFS, the Palm Beach County Sheriff's Office (PBSO) and the Mathies' laboratory. The initial step was mastery of the instrument operation which was verified by the successful electrophoresis and short tandem repeat (STR) profiling of concordance samples amplified with PowerPlex 16. The practical application of the µCAE device was then demonstrated by accurate analysis of nineteen non-probative casework samples, the results of which were consistent with previous typing data. Both sensitivity series and mixture samples were successfully typed with Powerplex 16 as well as mock sexual assault samples analyzed using PowerPlex Y. Both a student intern and a scientist from PBSO were able to successfully operate the µCAE system following several days of training.
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The microchip instrument performance was assessed as a function of both resolution and precision. Resolution measurements were performed following the protocols outlined in Buel et. al (2) . Successful replacement of the Hjerten capillary coating method with a dynamic coating polymer (polyDuramide) was assessed using resolution measures and ultimately adopted given its improved ease of use and the greater number of successful capillaries.
